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AA      Acetic Acid 
 
AC      Alternating Current 
 
BFS      Bare Fused Silica 
 
BGE      Background Electrolyte 
 
C4D      Capacitively Coupled Contactless Conductivity Detection 
 
CE      Capillary Electrophoresis 
 
COTS      Commercial Off‐The‐Shelf 
 
DC      Direct Current 
 




HPLC      High Performance Liquid Chromatography  
 
HVPS      High Voltage Power Supply 
 




LIF      Laser Induced Fluorescence 
 
LOC      Lab on a Chip 
 
LOD      Limit of Detection 
 
LPA      Linear Polyacrylamide 
 




MES      2‐(N‐morpholino)ethanesulfonic Acid 
 
































Capillary  electrophoresis  (CE)  is  regarded  as  a  powerful  separation  technique  that  is  an 
alternative  or  complementary  technique  to  more  traditional  methods  such  as  gel 
electrophoresis  and  liquid  chromatography. When  applied  to  the  separation  of  inorganic 





such  as poor  reproducibility  and  sensitivity. The work undertaken  in  this  thesis describes 




a  capillary  to  a  chip‐based  system,  simple,  low  cost  techniques  for  the manufacture  of 
polymeric microchips and the  incorporation of detection electrodes were developed using 
limited  resources  to  provide  further  improvements  in  speed  and  reduce  resource 
consumption. A multiplexed polymeric microchip system was developed employing a novel 
hydrodynamic injection mechanism to reduce sample matrix effects and injection bias, and 
























































































































to  analytical  chemists  with  a  wide  potential  for  benefit  from  the  aforementioned 
advancements is environmental monitoring. Environmental monitoring is an important tool 
for pollution control of paramount importance to human health and ecological sustainability, 
as  well  as  economic  prosperity.  For  example,  real‐time  monitoring  of  highly  toxic 
environmental pollutants such as (but not limited to) heavy metals, especially downstream of 
tailings mines or  industrial areas can provide much  improved warning and response times. 
Whilst  investigative  analytical demands may be  satisfied by  current  technology, near‐real 
time and predictive evaluations require faster, autonomous, in‐situ analysis systems. In order 
to meet the demands of this application, some researchers have moved towards the use of 











but  also  include  small  organic  ions  and  provide  important  environmental  information  in 
regards  to  pollutant  and  nutrient  levels.  These  analytes  are  also  important  in  other 









































In  comparison  to  other  LC  methods,  CE  has  a  number  of  inherent  advantages.  These 
advantages however compete with the commonly accepted cons of CE: poor repeatability 
and sensitivity. The considerations for minimisation of the inherent disadvantages of CE/ME 



















change  in  the  sample matrix  induces a  change  in  the applied electric  field applied  to  the 











not be  followed by  flushing with water and/or acid prior  to a  final  conditioning with  the 






additional  hardware  and  system  complexity.  Another  requirement  for  obtaining  a 
reproducible  EOF  is  to  ensure  that  no  sample  component  adsorbs  irreversibly  onto  the 















low  chemical  consumption  in  CE/ME  are  to  some  extent  antithetical  to  sensitivity.  Any 















are  commonly  used  and  present  several  advantages.  They  generally  have  good  limits  of 
detection,  are  isolated  from  the  fluid,  and  can  be  used  to  detect  a  wide  variety  of 
compounds.43, 44 Conventional optical detection systems however are costly, require precise 
alignment  and  generally  do  not  translate well  to microfluidic  devices. Additionally, many 
optical detection principles such as absorbance and fluorescence perform poorly at smaller 
geometries due to shorter path lengths. This is certainly a problem in conventional CE and can 











derivatized  which  may  add  to  analysis  time  and  instrumental  complexity  in  an  online 












however,  whist  miniaturised  and  portable  mass  spectrometers  have  already  been 
described,57, 58 interfacing requires considerable engineering, system complexity is increased 
and cost remains prohibitive. 


























considered  that  C4D  offers  greatly  superior  sensitivity with  regards  to  these  analytes  as 
compared to indirect photometry. Similar analytes studied under optimised conditions report 
detection  sensitivity  improvements  by  factors  of  8  23  to  15  73  using  C4D  over  indirect 
photometric  methods.  Due  to  the  advantages  outlined  above,  C4D  was  chosen  as  the 
detection method for use during this thesis and is discussed further in Chapters 2 through 5. 
 
1.4  Leveraging  the  comparative  benefits  of  CE/ME  for  online  monitoring 
applications 
In relation to other LC methods, commonly cited strengths of CE include its high separation 
efficiency,  relatively  short  analysis  times,  instrumental  simplicity  and  flexibility,  low 
consumption of chemicals, and cost‐efficiency.14 An overview of the considerations relating 
















advantages may be  lost however,  if the  ionic strength of the sample matrix  is considerably 




of  capillary/channel  so  that alterations of  capillary  lengths need  to  take  into account  the 
applied voltage. Similarly, altering the internal dimensions of the capillary/channel alters the 
surface‐volume  ratio with  the  general  rule  that  decreasing  the  internal  diameter  of  the 












Another  method  of  shortening  analysis  times  is  by  the  judicious  application  of 
hydrodynamic  flow  during  separation.74‐76  Hydrodynamic  flow  however,  may  reduce 
efficiency  by  effectively  shortening  the  separation  space  and  reducing  the  number  of 
theoretical  plates  available  to  the  electrophoretic  process  for  a  fixed  separation  length. 
Hydrodynamic  flow may  also  impart  a  parabolic  flow  profile  to  the  sample  plug  and/  or 







The  inherent  simplicity  of  instrumentation  required  for  electrophoretic  separations 
automatically lends itself to the potential for miniaturisation and low capital cost in terms of 
hardware. Miniaturisation may  in turn enhance the benefits of  low chemical consumption 
and  cost‐efficiency. Whilst  the main  thrust  towards miniaturisation  in  electrophoresis  is 




ability  to  conduct  analysis  in  close proximity  to where  the  sample  is  taken,  reducing  the 
likelihood of sample decomposition and reducing the time and cost of analysis. These benefits 
apply  particularly  to  environmental,72,  78  point‐of‐care,79‐81  forensic  82,  83  and  military 
applications 84 where this chemical  information  is often required  in a short period of time. 














example, pre‐concentration  via  ITP  followed by  zone electrophoresis,  the benefits of  this 
flexibility may  be  leveraged  by  CE  and ME. Where multiple  sample  processing  steps  are 
required to be performed such as sample extraction, pre‐concentration and separation, the 
opportunities exists for all the functions to be incorporated onto µTAS devices. Additionally, 
where multiple  separations  are  required  to  be  run  simultaneously,  the  instrumental  and 
design simplicity and inherent flexibility of CE and ME may be leveraged to reduce analysis 
times. The degree to which these functions are performed on or off‐chip necessarily involves 
























nearly  eliminated,  with  the  exception  of  back‐end  data  analysis  (if  required)  and 


















was  the development of a  rapid  technique  for autonomous, near‐real  time monitoring of 























































































































































































































































































Simultaneous  analysis  of  anions  and  cations  negates  the  requirement  for  two  separate 
analyses, thus reducing sample consumption and decreasing the time required. Technically 
however, this can be difficult to achieve. It can be done by ion chromatography, through for 
example,  the  use  of  a  zwitterionic  functionalised  surface,  called  electrostatic  ion 
chromatography  or  by  direct  coupling  of  two  columns.1‐4  The  only  other  viable 
chromatographic approach is the use of two separate instruments coupled together in some 




must migrate against  the electroosmotic  flow  (EOF).  It  is possible  to separate both anions 
and cations but only when the EOF is greater than the electrophoretic mobility of all of the 




full  range of cations, but  is only suitable  for  low mobility anions. With an anodic EOF  the 
reverse  is true  in that the  full range of anions can be separated but only the  low mobility 







Kubáň  and Karlberg  6  and Padarauskas  et al.7  This approach,  termed  “Dual‐Opposite end 






technique  in conjunction with UV or C4D detection  for  the simultaneous determination of 








increase  in zone broadening, especially for high mobility anions, and a  loss  in resolution of 
cationic  species.  A  third  method  studied  was  a  DOI‐CE  approach  using  hydrodynamic 
injection and this was found to be superior to the other methods. During the course of this 
work, Mai and Hauser examined  the use of hydrodynamic  injection  in narrower diameter 
(10 m i.d.) capillaries with the result that Taylor dispersion was minimal due to the narrow 







An  alternative  approach  for  simultaneous  CE  separation  of  anions  and  cations 
involves  the  use  of  an  anionic  complexing  agent  that  also  serves  as  the  anionic  indirect 
detection probe.13‐15 Metal  ions are converted to their chelated forms with EDTA 13 or 2,6‐





pressure  injection  to  introduce  the  sample onto  two different  capillaries, using  the  same 
background  electrolyte  (BGE)  in  both  capillaries,  with  detection  performed  using  two 
fluorescence detectors operated in the indirect mode.16 Recently, in a very similar method, 
Reschke  et  al.  17  demonstrated  the  simultaneous  separation  of  cations  and  anions  on  a 
microfluidic device with suppressed EOF and a single injection point. In this method, a single 
pressure‐driven sample injection stream was simultaneously siphoned in two directions into 
separate  microchannels  for  electrophoretic  separation.  Hydrodynamic  restrictors  at  the 
entrance  to  the  electrophoretic  separation  channels  allowed  the  achievement  of  high 
separation efficiencies. The methods of Bächmann et al. and Reschke et al. have similarities 
to  the  technique  presented  in  the  present  study.  Here,  hydrodynamic  suppression  is 




















Figure  2.1:  (a)  Schematic  diagram  of  the  SI‐CE  bench  top  system.  HV:  High  Voltage 








MA, USA) or glass  syringes  (Hamilton, Reno, NV, USA) were used. A  two‐position  injector 
valve  (MXP‐7980,  Rheodyne,  Oak  Harbor,  WA,  USA)  enabled  the  alternate  delivery  of 
sample or BGE to the separation interface. A PEEK cross‐piece connection (P‐729, Upchurch 
Scientific, Oak Harbor, WA, USA) of 500 µm i.d. was used to interface the two capillaries to 
the  flow  system. A  20 mm  stainless  steel  tube  cut  from  a  syringe  needle  (0.51 mm  i.d.) 
served as a waste outlet and ground electrode. An  isolation valve (HP225K021, NResearch, 
West  Caldwell, NJ, USA) mounted  on  the  cross‐piece  outlet  line  allowed  for  the  on‐line 
flushing of capillaries for equilibration and cleaning. 
Two separate fused‐silica capillaries of 50 µm i.d. (Polymicro, Phoenix, AR, USA) were 






727, Grace Division Discovery  Science, Archerfield, QLD, AUS) was  connected  to  the  two‐
position valve instead of the sample syringe. This quaternary pump sampled directly from an 
overflow container on one  inlet  line and an  internal standard container on a second  inlet 
line.    BGE  was  delivered  to  the  system  via  a milliGAT  pump/MForce  controller  (MG‐5, 






Two  commercial  C4D  detectors  (Tracedec,  Innovative  Sensor  Technologies, 
Strassahof, Austria) were used; one detector per capillary. Detection parameters used  for 
the study were: frequency high; voltage  ‐6 dB; gain 100%, offset 000; filter: frequency 1/3 
and  cut‐off  0.02.    An  Agilent  35900E  A/D  converter  (Agilent  Technologies,  Waldbronn, 
Germany) was  used  to  interface  the  C4D  signals with  the  Agilent  Chemstation  software 
employed  to  record  and  analyse  the  signal.  Separation  on  each  capillary was  driven  by 
either  a  Spellman  CZE2000  or  CZE1000  high  voltage  power  supply  (Hauppage, NY, USA) 
working under normal polarity (+) for the cation separation or reversed polarity (‐) for the 
anion separation, respectively. Electrodes were immersed in their respective outlet vials. 
The  system  was  controlled  from  a  personal  computer  using  an  RS232  serial 
connection for the syringe pump and a RS422 serial connection for the milliGAT pump. The 
injection  valve,  isolation  valve  and  high  voltage  power  supplies  were  interfaced  to  the 
computer  using  a NI USB‐6212  data  acquisition  device  (National  Instruments, Austin,  TX, 
USA).  Total  system  control,  except  for  data  acquisition,  was  achieved  using  in‐house 
software written utilising Labview 8.1  (National  Instruments, Austin, TX, USA). The system 
























1  Sample introduction  2  83  5  1000  Open 
2  Injection  2  N/A  1  1000  Open 
3  Flushing of interface  1  42  5  500  Open 
4  Electrophoretic Separation  1  150  180  50  Open 
5  Capillary and interface flush  1  42  5  500  Closed 
6  Pressure equilibration  1  0  5  0  Open 
 
 
Commencing  from  a primed  condition with  the  interface  and  capillaries  completely  filled 
with BGE, the interface was filled with sample followed by an application of +/‐ 5 kV for 1 s 
to  electrokinetically  inject  sample  anions  and  cations  onto  their  respective  separation 




the  flow‐rate  of  BGE  during  separation  in  the  range  50‐500 µL min‐1 when  utilising  55  / 
50 cm x 50 µm i.d. capillaries under the optimal separation conditions. 
A  hydrodynamic  flush  sequence  was  incorporated  to  physically  clean  and  re‐
equilibrate  the  capillary  surface between  runs. This was  achieved by  closing  the  isolation 
valve and flowing BGE at 500‐1000 µL min‐1 for 5 s to build sufficient pressure  in the cross 
piece  interface  to  flush  the capillaries. Following  the high  flow  flush of  the capillaries,  the 
isolation valve was reopened and a 5 s pause period was observed to allow the system to 
equilibrate to ambient pressure prior to the next sample injection. This flush step provided 













were used as  supplied unless  stated otherwise.  Solutions were prepared  in Milli‐Q water 
(Millipore,  Bedford, MA,  USA).  Given  that  separations  of  both  anions  and  cations were 
conducted simultaneously, standard solutions were prepared from available salts to achieve 
an  approximately  equal  concentration  of  all  12  analytes  of  interest.  Anion  standard 
solutions of 1000 ppm were prepared by the dissolution of NaClO4, KClO3, Mg(NO3)2, NaF, 
KH2PO4  (BDH, VIC, AUS),  CaCl2∙2H2O  (Ajax, NSW, AUS),  and  (NH4)2SO4  (H&W,  Essex, UK). 
Analytes were  selected  to  allow  a broad  and  general  study of  common  inorganic  ions of 
interest  to water monitoring,  explosive  analysis  and  common  environmental  background 
ions.  In order  to  achieve  this  aim,  a  standard  analyte mixture  comprising PO43‐,  F‐,  SO42‐, 
ClO3‐, ClO4‐, Ca2+, K+  (all 5 ppm), Cl‐ (9 ppm), Na+  (7 ppm), NH4+  (2 ppm) and Mg2+  (1 ppm) 
was prepared. Sodium methanesulfonate and Li2CO3 were used as internal standards. Apart 
from filtration, no sample pre‐treatment prior to injection was performed. 
The  three  studied  BGEs were  70 mM  (tris(hydroxymethyl)aminomethane  (Tris))  / 










Prior  to  first  use,  all  bare  fused‐silica  capillaries were  conditioned  off‐line  by  flushing  at 
0.5 µL min‐1 with 1 M NaOH  for 5 min and Milli‐Q water  for 5 min. Where HDMB coatings 
were employed, these capillaries were then coated with a 5% aqueous solution of HDMB for 
5 min,  followed  by  flushing with Milli‐Q water  for  5 min.  After  both  of  the  separation 
capillaries were conditioned and/or coated, they were assembled  into the cross‐piece and 
equilibrated with BGE in order to avoid cross contamination of any cationic surfactant onto 
the bare  fused  silica  capillary used  for  the  cation  separation.  Linear polyacrylamide  (LPA) 
coated  capillaries  of  50  µm  i.d.  was  purchased  from  Polymicro  Technologies.  These 
capillaries were conditioned by flushing at 0.5 µL min‐1 with Milli‐Q water for 10 min. In all 






and  cations  on  a microfluidic  device  from  a  single  injection  point,  although  the  sample 
needed  to  be  placed  in  two  separate  reservoirs  to  electrophoretically  fill  a  double‐tee 
channel profile which was subsequently mobilised with pressure.17 The EOF was suppressed 









used  as  these had  sufficient backpressure  to  restrict  any hydrodynamic  flow  through  the 
separation  capillaries.  The  functionality  of  the  system  was  increased  in  comparison  to 
Reschke’s microchip system by inclusion of an isolation valve which could be shut in order to 
divert flow into the separation capillaries for flushing.   
The  results  of  the  above  approach  are  demonstrated  in  Figure  2.2,  showing  the 
simultaneous separation of 5 cations (K+, NH4+, Ca2+, Na+, Mg2+) and 8 anions (Cl‐, NO3‐, SO42‐, 
ClO4‐, ClO3‐, F‐, PO43‐, CO32‐). Figure 2.2 also shows the comparison of three BGEs previously 
reported for inorganic analysis by CE with C4D detection.   
The  first  BGE,  comprising  10 mM  His  and  50 mM  AA  at  pH  ≈  4,  has  been  used 
previously  for  the  separation  of  various  cations  8,  19  and  anions.20  The  second  buffer 
comprised of 20 mM MES/ 20 mM His at pH 6.1 is popular for the separation of cations and 
has been used  in microchip CE  separations of both anions and cations.21 Here,  the buffer 
concentration was optimised at 50 mM MES/ 50 mM His to improve the detection limits of 
the system. The third and final BGE consisted of 70 mM Tris and 70 mM CHES at pH 8.6, that 
has been demonstrated  to be effective  for  the  separation of  inorganic anions  19 and  low 
molecular weight organic acids. As can be seen from Figure 2.2, excellent separations can be 
achieved  for both  the anions and  the cations. However,  the same BGE chemistry must be 

















EOF  conditions  using  LPA‐coated  capillaries.  Injection  sequence  as  per  Table  2.1.  CE 


















cation  separations. This offers a degree of  flexibility which  can be used  to optimise both 
separations. To evaluate the influence of the EOF in each separation capillary, separations of 
the  target  analytes were  carried  out  in  the  three  BGEs  detailed  above  under  three  EOF 
conditions: (i) normal EOF in unmodified fused silica, (ii) low EOF in an LPA‐coated capillary, 










and  unmodified  fused  silica  for  cations  presents  the  unique  ability  to  simultaneously 
separate both anions and cations  from  the same  injection point  in a co‐EOF manner.  It  is 
important to note this  is not possible by any other approach  in conventional or microchip 







Figure  2.3:  Anion  separations  in  Tris/CHES  buffer  in HDMB‐coated,  LPA‐coated  and  bare 











due  to  an  increase  in  the  magnitude  of  the  EOF.  Only  minor  influences  of  pH  on  the 
migration  times  of  the  anions were  expected,  but  this was  not  always  the  case. When 




times of cations after capillary replacement were relatively small  (<15%)  in comparison  to 
the  variations  in  migration  times  for  anions  (up  to  30%).  Whilst  hydrodynamic, 
electrodynamic  and  EOF  forces  exist  at  the  injection  interface  during  injection  and 
separation,  these  results  indicated  that  the dominant  force affecting migration  times was 
the competition between two EOFs moving in opposite directions. In the case of the co‐EOF 
Tris/CHES  system,  the  EOF  generated  by  the  bare  fused  silica  capillary was  significantly 
greater  than  the  pH‐independent  EOF  generated  by  the  HDMB‐coated  capillary.  With 
suppressed EOF conditions  in both capillaries, or co‐EOF conditions  in  the cation capillary 
and  suppressed  EOF  conditions  in  the  anion  capillary,  reassembly  of  the  cross‐piece 
interface  led  to  no  significant  change  in  the migration  times  of  either  anions  or  cations. 
These  results  indicated  that  precise  capillary  alignment  at  the  interface was  critical  only 
under  conditions  of  high  EOF  in  both  directions.  Once  the  capillary  assembly  had  been 
constructed, migration times were found to be repeatable over the lifetime of the capillary 
wall  coating, with  inconsistencies occurring only when  capillaries needed  to be  replaced. 











partial  deprotonation  of  NH4+  at  pH  values  above  8.22  The  same  separation  of  the  test 
cations could be accomplished in the AA/His and MES/His BGEs by the addition of 18‐crown‐
6 ether (which forms a complex with potassium) without affecting the anion separation, an 
approach which was not  included here  in order  to  simplify  comparison of  the  separation 




With  regard  to  separation  of  the  anions,  the  Tris/CHES  buffer  provided  short 
migration times, good signal response and the most stable baseline of all three buffers, but 
satisfactory  resolution  between  NO3‐  and  SO42‐  was  not  achieved  within  the  required 
maximum run time of 3 min. Further, the HDMB coating was found to last no more than 80 
runs before a 10% decrease (relative to the first run) in the migration time of PO43‐ occurred. 
Eventually,  the  EOF  signal  in  the  anion  separation  would  disappear  completely, 
accompanied  by  a  significant  increase  in  migration  times  for  all  anions,  indicating  a 
significant degradation of the surface coating. This required a replacement of the capillary 
so  as  to  avoid  contamination  of  the  interface  and  the  cation  separation  capillary  with 
HDMB. The long‐term instability of HDMB coatings was most prominent at high pH but was 
observed for all BGEs, and  is not surprising as HDMB coatings are known to be dynamic  in 






In  the  MES/His  buffer,  anion  selectivity  was  unsatisfactory  over  the  required 




The  selectivity  of  SO42‐ was  also  altered  from  the  same  separation  carried  out  in  either 
fused‐silica or LPA‐coated capillaries (compare to Figure 2.4), presumably due to interaction 
with the HDMB.   













cm effective  length)  for  the cation  separation and 50  cm  (28  cm effective  length)  for  the 
anion  separation.  To  improve  the  analytical  performance  for  applications,  two  internal 
standards (IS) were used to correct for bias that occurs with electrokinetic  injection and to 






not be  seen  in  the anion  separation. Methanesulfonate  (CH3SO3‐)  (10 ppm) added as  the 






c:  Cation  capillary  50  μm  i.d  LPA‐coated,  I/L  =  35/55  cm, Anion  capillary  50  μm  i.d  LPA‐










These  developed  separation  conditions  allowed  for  good  separations  of  various 
environmental samples  including tap water (shown  in Figure 2.6) and zinc processing plant 
water  samples  taken  from  various  stages of production, one of which  is  shown  in  Figure 
2.5(b). Within a total separation time of 3 min, Figure 2.5(c) demonstrates the simultaneous 
separation of 23 anions and cations, which is approximately half the time required by DOI‐
CE, and  considerably quicker  than  could be achieved with  two  sequential analyses of  the 
same  sample.  This  has  applications  beyond  those  discussed  here,  particularly when  it  is 
necessary to analyse both anions and cations rapidly, for example, for the development of 
rapid screening technology for homemade inorganic explosives.19 






Values  in  the  range  0.005‐  0.061  mg  L‐1  were  determined  and  these  were 
significantly better than the 0.1–1.7 mg L‐1 values obtained by indirect absorbance detection 
23‐25 and slightly better  than  the 0.04‐0.08 mg L‐1 values obtained using a CE system using 
C4D  detection.  19  These  LODs  agree  well  with  the  results  published  by  Blanco  et  al. 
Considerable variation  in  individual analyte LODs could be observed  (compare sulphate at 
0.005  mg/L  to  phosphate  at  0.061  mg/L)  primarily  due  to  the  difference  in  mobilities 








peak area (n = 10) Range
(min) RSD (%) RSD (%) (ppm)
NH4
+ 1.44 0.59 4.87 0.1 ‐ 5 0.998 0.016
K+ 1.62 0.51 6.35 0.1 ‐ 5 0.998 0.040
Ca2+ 1.93 0.51 4.06 0.1 ‐ 5 0.991 0.030
Na+ 2.09 0.33 1.48 0.1 ‐ 5 0.999 0.035
Mg2+ 2.13 0.47 3.53 0.1 ‐ 5 0.991 0.013
Li2+ 2.65 0.46 3.71 0.1 ‐ 5 0.994 0.032
Cl‐ 1.02 0.23 3.83 0.1 ‐ 5 0.996 0.022
NO3
‐ 1.09 0.23 7.17 0.1 ‐ 1 0.995 0.006
SO4
2‐ 1.12 0.26 6.81 0.1 ‐ 1 0.992 0.005
ClO4
‐ 1.16 0.26 2.84 0.1 ‐ 1 0.995 0.010
ClO3
‐ 1.20 0.27 4.41 0.1 ‐ 1 0.995 0.009
F‐ 1.54 0.36 5.97 0.2 ‐ 5 0.992 0.005
CH3SO3
‐ 1.67 0.43 4.73 0.2 ‐ 5 0.996 0.033
Phosphate 2.41 0.74 3.71 0.5 ‐ 10 0.996 0.061
Migration time (n = 10)
Calibration R2
LOD (S/N = 3, 
mg/L)
 






Using  the  system  configuration  described  in  Figure  2.1(b),  a  two  day  on‐line  continuous 
analysis  of  Tasmanian  Southern Water  tap water was  conducted  as  part  of  a  laboratory 
analysis.  This  consisted  of  900  consecutive  analyses  of  3.5 min  per  run  (approximately 
17 analyses/h) where samples were aspirated from a running reservoir of tap water to the 
quaternary  pump.  Figure  2.6  shows  the  results  from  one  separation  every  5  h  over  this 
period.  
The  internal standards (100 ppm CH3SO3‐, 50 ppm Li+) were drawn from a reservoir 
via  a  second  pump  inlet  line.  The  sample  and  IS were mixed  at  a  flow‐rate  ratio  of  0.1 
mL/min IS: 0.9 mL/min sample. This resulted in a 10 % dilution of the sample and provided 





plumbed  directly  to  the  sample  injection  port.  The  experiment  was  conducted  over  a 
weekend period during winter during which heating to the building was turned off before 
being  turned  on  again.  Significant  variations  in migration  times were  observed  over  the 
period of analysis and were attributed to the change in temperature as the migration times 
of the  final few hours of the experiment correlated well to those of the  initial runs where 
the  temperatures  were  similar.  The migration  times  were  normalised  to  the  respective 
anionic and cationic IS as shown in figure 2.6(a) and demonstrate very good repeatability (< 
1 % RSD  for  all  species based on  corrected migration  times).  The  variations  in migration 
times  appeared  to  have  negligible  effect  on  the  variation  of  IS  peak  areas,  as  shown  in 
Figure 2.6(b) (%RSD < 3 % for both standards calculated from the 12 sampled values) over 
the  period  examined.  These  results  indicated  that  variations  seen  in  analyte  peak  areas 
were  not  due  to  system  errors.  Indeed,  the  final  two  data  points  showed  a  significant 
percentage  increase  in  the  Fe2+  peak  area  as  work  resumed  on  Monday  morning  and 
building  occupants  began  to  use  water  throughout  the  building,  increasing  the 
concentration  of  Fe2+ moving  through  the  plumbing. With  further  consideration  given  to 
thermal  insulation  of  the  system  and  the  development  of  automated  data  processing 



































































































Figure 2.6:    (a) Reproducibility of  corrected migration  times of  tap water analytes over a 
50 h period. (b) Reproducibility of uncorrected peak areas of tap water analytes over a 50 h 

















simultaneous  analysis  of  anions  and  cations  in  both  laboratory  and  extended  automated 
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Microchip  electrophoresis  (ME)  has  been  the  most  successful  analytical  technique  for 
practical applications of the micrototal analysis system (µTAS) or “lab on a chip” concept.1   
Of  critical  importance  to  efficient  and  repeatable ME  separations  is  repeatable  sample 
injection,  relating  to  both  the  volume  and  the  shape  of  the  injected  sample  plug.  To 
maximise the efficiency of the small separation spaces typically available to ME systems, the 
injected sample plug must be very small and well defined. Electrokinetic  injection  is by far 
the most widely employed  injection method  in ME due to  its  instrumental simplicity as no 
pumps or  actuators  are  required,2,  3  and has been  the  subject of  several  reviews.3,  4  The 
earliest  iterations  of ME  devices  utilised  a  T  intersection  injection  geometry  5,  6  where 
variable  sample  volumes  could be electrokinetically  transported  from  a  side  channel  into 
the  separation  channel  by  timed  switching  of  applied  voltages  (float  injection).  These  T 
injector chips were found to suffer from sample leakage, in addition to introducing a sample 
matrix  bias  by  preferentially  injecting  sample  components with  a  higher  electrophoretic 
mobility  reducing  applicability  to  quantitative  analysis.7  The  development  of  the  pinched 
injection  approach  by  Ramsey's  group  8  reduced  this  bias  allowing  for  the  injection  of 
minute quantities of sample  in a cross‐shaped 9 or a double‐T shaped 10, 11 fluidic channel, 
and  is now broadly employed  in chip‐based CE  systems. Whilst  reducing  the  sample bias, 
loading a representative sample onto the intersection depends on the EOF, resulting in long 





on  the matching  ionic strength of  the sample and BGE,12  limiting  its suitability  for  routine 
analysis of samples of high or variable salinity. 
Hydrodynamic  injection  in ME  requires  additional  instrumentation  to  control  the 
sample flow, however  it has the potential to overcome electrokinetic sample bias and as a 
result, considerable effort has gone towards the development of efficient and reliable ways 
to  implement  this  in ME  format.  Several  recent  reviews  2,  4  detail  the most  significant 
developments  including  hydrostatic  pressure  injection,13  pressure  pulse  injection,14‐16 
negative  pressure  injection,17  and  positive  pressure  injection  in  either  valveless,  18,  19 
external  valve  20‐22  and  integrated  valve  23  configurations. Recently,  a hydrodynamic  split 
injection method was employed on a PDMS  chip,18 varying  the  channel widths at a  cross 
geometry  chip  to manipulate  the  sample  injection  volume.  This method  bears most  in 
common with the dual channel sequential injection microchip electrophoresis system (DCSI‐
ME)  presented  here,  however  the  studies  in  this  chapter  demonstrate  an  external 
hydrodynamic  “split‐injection”  system,  based  upon  the  dual  capillary  sequential  injection 
capillary electrophoresis system (DC‐SICE) presented in Chapter 2.   
There  are  only  two  examples  of  simultaneous  independent  electrophoretic 
separation  from  a  single  sample  point  in  ME.  Prest  et  al.  reported  bidirectional 
isotachophoresis  on  a  planar  chip  for  the  simultaneous  analysis  of  small  anions  and 
cations.24 Reschke et al. demonstrated  the simultaneous separation of anions and cations 
on a microfluidic device from a single  injection point,25 although the sample needed to be 
placed  in  two  separate  reservoirs  to  electrophoretically  fill  a  double‐tee  channel  profile 
which was  cleaned with  pressure  after  the  separation.  The  EOF was  suppressed  in  both 
microchannels  and  flow  restrictors  were  fabricated  at  the  entrance  of  each  separation 








ME  system.  Sample  is  introduced  between  two  parallel  “sheath”  flows  of  electrolyte  to 
prevent  premature  hydrodynamic  loading  into  the  separation  channels.  An  external 
isolation valve  is momentarily closed, hydrodynamically forcing a sample plug  into the two 
separation  channels.  In  combination,  the  injected  sample  volume  can be manipulated by 
altering  the  hydrodynamic  resistance  ratios  by  varying  lengths  and  internal  diameters  of 
PEEK  tubing  connected  to  the  sampling  and  separation  channels  off‐chip.  Following 
injection,  opposite  voltages  are  applied  to  the  outlets  of  both  separation  channels  to 
perform simultaneous cathodic and anodic separations. The DCSI‐ME introduced here offers 
the  unique  ability  to  sample  from  a  flow  and  to  easily  flush  and  condition  the 
microchannels, which,  in combination with the  longevity of the devices, makes this system 
highly suited for routine and continuous monitoring applications as well as online coupling 































The  PMMA microchip  fabrication  procedure,  including  the method  for  incorporating  in‐
plane alloy electrodes has been described  in detail  in Chapter 3.  In brief, a positive master 
embossing  stamp  of  approximately  10 mm  thickness  was  cast  in  poly(dimethylsiloxane) 





6mm x 0.5 mm Ø  lengths of wire were  inserted  into the reservoirs by temporarily melting 
the  alloy  in  the  reservoir using  a  soldering  iron.  Female  flat bottom  fittings  to  couple  to 
Upchurch® capillary tubing fittings were produced  in house from 6 mm thick PMMA sheets 
with a 5.5 mm drill bit and  tapped with a 1/4‐28  thread and were attached by a  solvent 
bonding process with a small amount of 1,2‐dichloroethane.  
Electrodes for application of the high voltages and ground were constructed from ≈ 
100 mm  lengths of 1 mm  i.d.  stainless  steel  tubing. The hollow electrodes also  served as 
reservoirs and fluidic connections were realised by heat moulding the electrodes to ferrules 
(P‐248, Upchurch Scientific, Oak Harbour, WA, USA) at each end to connect with standard 





A  schematic  of  the  system  is  given  in  Figure  4.1  (a).  Two  channels  of  a  four  channel 














for  the operation of  the  system,  and was only  included  as  fully  closed  to  investigate  the 
effects  of  external  separation  channel  hydrodynamic  resistance,  simulating  a  system 
without the T‐piece installed. 
Two  commercial  C4D  detectors  with  chip  stage  connector  heads  (Tracedec, 
Innovative Sensor Technologies, Strassahof, Austria) were used; one detector per separation 
channel. The connector heads were modified with SMA fittings to slip over the pins  in the 
detection electrode wells. Detection parameters used  for  the study were:  frequency high; 
voltage ‐6 dB; gain 100%, offset 000; filter: frequency 1/3 and cut‐off 0.02. System control 
and data acquisition were achieved  through a LabVIEW program  (LabVIEW 2011, National 












All  reagents were  analytical  reagent  grade  obtained  from  Sigma‐Aldrich  (NSW, AUS)  and 
were used as supplied unless stated otherwise. Solutions were prepared  in 18 MΩ Milli‐Q 
water  (Millipore,  MA,  USA).  Given  that  separations  of  both  anions  and  cations  were 
conducted simultaneously, standard solutions were prepared from available salts to achieve 
an  approximately equal  concentration of  all 6  analytes.  Standard  solutions of 1000 mgL‐1 









to  the  main  waste  outlet  and  BGE  was  pumped  until  the  liquid  reached  the  external 
isolation  valves,  again  to  expel  the  air  from  the  system.  Finally,  the  separation 
electrodes/reservoirs  were  connected  to  the  ends  of  the  separation  channels  and  the 
isolation valves closed to create sufficient pressure at the intersection to pump BGE through 

























1  Flush  4  0  10  40  0  Closed  Closed 
2  Post flush  4  0  3  12  0  Open  Open 
3 
Sample 
introduction  3  1  2  6  2  Open  Open 
4 
Sample 
introduction  2  2  2  4  4  Open  Open 
5 
Sample 
introduction  1  3  2  2  6  Open  Open 
6 
Pre‐
introduction  0  4  1  0  4  Open  Open 





cleaning  4  0  5  20  0  Open  Open 
9  Separation  1  0  45  45  0  Open  Open 







injection  capillary  electrophoresis  systems  described  in  Chapter  2.  The  original  work 
employed  electrokinetic  injection,  and  it  was  noted  that  the  BGE  flow  rate  during  the 
separation  phase  could  be  increased  to  approximately  25  µL  s‐1  without  affecting  the 
migration  times of  the analytes. This  indicated  that  the  flow  resistance of  the 50 m  i.d. 
separation  capillaries  was  sufficiently  high  to  be  hydrodynamically  isolated  from  the 
sequential  injection  interface. The dimensions of the capillary system were therefore used 





channel widths  of  ≤  30  µm were  difficult  to  achieve  (success  rate  <  50%)  and  500  µm 
channels suffered from significant bowing (to the point of full or partial closure of the feeder 




electrophoretic microchips  to  semi‐continuously  sample  small  volumes  from  a  large  flow 
channel  for  subsequent  electrokinetic  injection  and  electrophoretic  separation.28  Under 
laminar  flow  conditions  and  with  the  assumption  that  the  pressure  gradient  along  the 
channel  length  is  uniform,  the  total  volumetric  flow  rate Q  [m3  s‐1]  for  the  steady‐state 





Where Q  is defined as positive  for  flow  from  inlet  to outlet,  r  [m]  is  the  circular  channel 
radius, η [Pa s]  is the fluid viscosity and Δp [Pa]  is the pressure difference through a finite 
channel length L [m]. Eqn (1) can be simplified and rearranged to: 










[m]  and  height  h  [m],  the  following  expression  is  valid  when  h  <  w  (low  aspect  ratio 
channels): 
ܴு ൌ 	 ଵଶఎ௅௪௛యሺଵି଴.଺ଷ଴௛/௪ሻ                                                              (4) 
 
The  hydraulic‐electric  circuit  analogy where Hagen‐Poiseuille’s  law  corresponds  to 
Ohm’s law is well known 29 meaning that the pressure drop is analogous to the voltage drop 
(V), the volumetric flow rate to the current (I), and the hydraulic resistance to the electric 
resistance  (R).30  In a network of  channels, equivalent  resistances  can be  calculated as  for 
electric circuits: n channels in series have an equivalent resistance of RH = RH1 + RH2 + … RHn, 
and n channels in parallel have an equivalent resistance of 1/RH = 1/RH1 + 1/RH2 + … 1/RHn.   
A  schematic  overview  of  the  DCSI‐ME  system  is  given  in  Figure  4.1,  with  an 














































































external separation channel  resistors are  fitted) and  the main waste outlet  leading  to  the 
isolation valve (Q3) with an RH of 1.09 x 1013 Pa s m‐3 (sum of serials  5, 6, 7 and 8 from Table 
4.2).  Using  the  hydraulic‐electric  circuit  analogy  we  can  derive  the  ratio  Q1:  Q2:  Q3  = 
1: 1: 855  indicating that 99.677% of the fluid will flow towards the main waste outlet. This 
ratio  is  considerably  lower  than  that  of  the  dual  capillary  system  discussed  in  Chapter  2 










a  study  of  the  sample  introduction  procedure  was  done  by  running  sample  past  the 
interface without  closing  the  isolation  valve and effecting  injection.  Sample  injection was 
made  sequentially  and  typical  separation  sequence  steps  are  detailed  in  Table  4.1.  A 
schematic of the sample introduction and injection procedure (corresponding to steps 3 – 9 







With  both  isolation  valves  closed,  the  separation  channels were  flushed  (step  1) 
during which the inline pressure relief valve (87.1 psi) would overflow. IV1 was then opened 
and the BGE flow rate of 4 µL s‐1 maintained to equilibrate pressure through the chip (step 
2). Sample  is then  introduced  in a way to minimise hydrodynamic  leakage and  introduce a 
















pumped  into  the main  channel  (steps  6  and  7).  To  examine  the  extent of hydrodynamic 
bleed  and  to ensure no  carryover of  sample due  to  incomplete  flushing of  the  interface, 
control studies were conducted where  the pump sequence was conducted as  indicated  in 
Table 4.1, without the closure of IV1 for injection (step 7). Theoretically, any hydrodynamic 
bleed of sample during this ~1 s period would collect as a sample plug at the entrances of 
the  separation  channels which  could be detected during  the  separation  step  (step  9). At 
flow rates ≥ 7 µL s‐1, small deviations from the baseline were observed,  indicating that the 
RH  ratio  of  the DCSI ME  system was  insufficient  to  restrict  entry  of  the  sample  into  the 
separation microchannels. However,  at  flow  rates  ≤  6  µL  s‐1,  no  changes  in  the  baseline 


















considered  to be  analogous  to  a  constant DC  voltage  source. Practically,  this means  that 
during injection, Δp is constant at 87.1 psi (600.5 kPa, assuming patm = 0). As the total chip RH 
is equal to R4 + (R1║R2) ≈ 4.69 x 1015 Pa s m‐3 (Table 4.2), a total volumetric flow rate of Q = 
Δp/ RH = 0.128 µL  s‐1 onto  the  separation channels. The  total  injection  time as a  result of 
opening and closing the valve cannot be directly determined but can be estimated from the 
maximal  on  and  off  times  (20 ms  and  30 ms,  respectively)  giving  a maximum  injection 
volume  of  6.4  nL.  Because  this  total  volume  is  injected  onto  the  two  separation 
microchannels, the theoretical maximum sample injection volume for each is 3.2 nL, or 4 % 
of the total separation channel volume (79.5 nL). This value is considerably higher than the 






To  reduce  the  injected  sample volume and evaluate  its effect on  the  separation, external 
hydrodynamic resistors in the form of readily available pre‐cut 30 cm lengths of PEEK tubing 
were  connected  to  the  ends  of  both  separation  channels.  By  using  tubing with  internal 
diameters ranging  from 65 to 250 µm, the hydrodynamic resistance  (R1 and R2  in Figures 
4.1 (a) and 4.3) could be easily changed.  
  The additional external hydrodynamic separation channel resistance correlates with 











of  hydrodynamic  assistance  during  the  cleaning  and  separation  steps.  Conversely,  peak 
heights decrease with  increasing external hydrodynamic separation channel resistance due 
to  smaller  sample  volumes  being  injected  onto  the  capillary.  The  reproducibility  of  the 
migration  times  and  peak  heights  improved  with  increasing  external  hydrodynamic 














the  reduction  in  injection  volume,  the  injected  volume was  still  too  large  for CE  and  the 
three  analytes  could  not  be  fully  resolved  using  the  hydrodynamic  resistors  at  the 












250 µm  i.d., whilst  the  separation  channels were  connected with 30  cm  long, 90 µm  i.d.  
PEEK  tubing. When  IV2 was  closed, Q3 equals 0 and  this  replicates  the  conditions of  the 
experiments  conducted  in  Sections 4.3.2 – 4.3.4. The effect of  reducing R3 of  the  feeder 
channel on the analytical performance of the DCSI ME system is given in Figure 4.5.  Because 
K+ was resolved under all conditions, the potassium peak was used to assess the analytical 
performance  based  on migration  times,  peak  heights,  theoretical  plate  number  and  the 
variability  in peak area, as plotted  in  Figure 4.5(a). Representative electropherograms  for 







Figure  4.5:  (a)  Effect  of  the  change  in  external  hydrodynamic  injection  channel  resistor 
internal diameters on migration times and peak heights of K+ at 5 ppm. All resistors were of 
10  cm  length.  Error  bars  correspond  to  +/‐  1  standard  deviation  for  5  consecutive  runs.  








With  an  external  hydrodynamic  injection  channel  resistor  i.d.  of  175  µm,  the 
injection volume was highly variable ( > 50 % RSD) and no injections were observed over 10 
consecutive  runs when using  tubing with an  i.d. of 250 µm, hence  the values of 175 and 
250 µm  resistors  were  omitted  from  Figure  4.5  (a).  As  illustrated  in  the  figure,  smaller 
volumes were injected with increasing diameter, as decreasing hydrodynamic resistance R3 
of  the  external  hydrodynamic  injection  channel  resistor  increased  flow  Q3.  This  is 
demonstrated by the decrease in peak area with increasing external hydrodynamic injection 
channel  resistor  internal  diameter.  The %  RSD  of  peak  areas  decreased with  decreasing 
internal  diameter, with  all  diameters  ≤  90  µm  giving %RSD  for  peak  area  <  5% which  is 
similar to the repeatability that is typical for conventional CE. Migration times (and SD) did 
not  change  significantly over  the  resistance  ranges  examined.  The  separation  efficiencies 
increased  with  the  smaller  injection  volumes  and  while  the  repeatability  decreased,  it 
remained < 5%  for  the 90 µm  i.d.  tubing. A maximum efficiency of 1129 plates  (13 x 103 

















chosen as  it has been previously demonstrated as an excellent BGE  for  the  separation of 
these anionic and cationic targets by Mai et. al. 31 and  in the DCSI‐CE system described  in 









Whilst  the  LODs  are  about  one  order  of  magnitude  higher  when  compared  with  our 
previous work in capillaries using the same electronics with the capillary head, the LODs are 
two orders of magnitude lower than we reported for the in‐plane embedded C4D electrodes 
in Chapter 3 as a  result of modifications  in  the grounding and  shielding of  the microchip 
system.  Furthermore,  the  LODs of  the DCSI‐ME  system  are  about  an order of magnitude 
lower than those reported  for the same analytes using the same electronics  in a different 



















(calculated  as  approximately  57 %  of  channel  displacement  during  the  ≈  20  s  until  the 
detection of potassium),  the parabolic  sample plug profile  associated with hydrodynamic 







its suitability  for analytical applications. Whilst  the sensitivity and separation space of  the 
presented ME system are reduced as compared  to  the dual channel CE system, the  lower 
sample and reagent consumption volumes (16 µL sample and 99 µL BGE per run for the ME 








Separations  are  carried  out  at  +/‐  4500V  for  anions/  cations  respectively.  All  results  are 
based on n =20 (every 5th run of 100 consecutive runs). 
 
   MT (s)  MT %RSD  PA %RSD  LOD (S/N = 3) mg L‐1 / µM 
K+  20.04  0.40  2.3  0.200 / 5.12 
Na+  24.9  0.47  3.8  0.198 /  8.61 
Li+  28.53  0.44  3.9  0.110 / 15.9 
Cl‐  22.17  0.63  3.4  0.317 / 8.95 
F‐  28.19  0.37  3.4  0.364 / 19.2 











Whilst  the  studies  in  this  chapter  have  demonstrated  the  potential  for  simultaneous 
separations of anions and cations via hydrodynamic injection in the microchip format, they 
suffer  from  the  same  fundamental drawback  as  the DCSI‐CE presented  in Chapter  2  and 
from any dual‐opposite end  injection method  in a single capillary  34,  35 or single  26 or dual 
micro‐channels;25 the compromise chemistry  involved when trying to separate anionic and 
cationic species in one background electrolyte.  












wide  separation  channels  instead of  the 500 µm/50 µm wide  feeder/separation  channels 
reported above was used  for  the studies; all other channel dimensions specified earlier  in 







for  the  flushing  stage  (Step 1)  leading  to each  separation  channel being  filled exclusively 
with  the BGE  closest  to  the  respective BGE  feeder  channel. The  laminar  flow allowed  for 
effective isolation of both channels through all operation steps and an image of the injected 
sample plugs (red dye)  just after  injection (corresponding to Step 8  in table 4.1)  is given  in 
Figure 4.7. 
The figure demonstrates both the potential for the dual‐BGE separation method and 
the  small  size of  the hydrodynamically  injected plugs. Unfortunately,  time  constraints did 
















As  identified  in  Section  4.3.4,  considerable  unwanted  hydrodynamic  assistance 
occurred during the flush and separation steps of the DCSI‐ME operation sequence. Under 
the final optimised conditions described in Section 4.3.6, this was calculated as contributing 
to approximately 57 % of  channel displacement during  the  ≈ 20  s until  the  separation of 
potassium. Given  the  chip manufacturing  constraints  described  in  Section  4.3.1, without 
drastically  increasing  the  external  hydrodynamic  resistors  or  increasing  the  separation 
channel  lengths,  reduction  of  this  unwanted  hydrodynamic  resistance  is  difficult  to 
practically realise with a 2‐dimensional planar chip manufacturing process. 
  One possible direction forward to increase the hydrodynamic resistance ratio at the 
injection  cross  piece  (and  subsequently  reduce  hydrodynamic  assistance)  would  be  to 
increase  the depth of  the main  feeder  channels  relative  to  the  separation  channel which 
would  involve  two  different  channel  depths  on  chip.  As  trialled  in  Chapter  3,  was  the 
production  of  a  directly machined  aluminium  negative  relief master  for  casting  of  PDMS 
positive  relief  embossing  stamps.  This  method  was  initially  rejected  as  it  resulted  in 







A  new  hydrodynamic  injection  protocol  was  developed  for  injection  in  microchip 
electrophoresis. Using a dual  channel  sequential  injection  interface, one  sample  could be 





separation.  Flow  conditions were  optimised  to  control  the  injected  sample  volume  using 




system  is comparable with  that of conventional electrokinetic  injection methods, with  the 
important improvement that there is no electrokinetic bias during injection. The potential of 
the DCSI‐ME  system was demonstrated  for  the  simultaneous  analysis of  inorganic  anions 
and cations  from  the same sample  in  individual separation channels. The continuous  flow 
through the system allows it to operate continuously in a fully automated manner, making it 
highly  suitable  for  on‐line  coupling  with  complementary  separations  or  for  applications 
involving near real‐time monitoring. Preliminary results demonstrate great potential for the 
use of this system with two separate BGE streams, separated due to laminar flow, allowing 
for  individually  optimised  separation  chemistries  in  both  separation  channels.  Simple 
modifications  to  the microchip manufacturing  process  to  allow  for multi‐depth  channels 
could  significantly  reduce  the  amount  of  unwanted  hydrodynamic  assistance  with  a 
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Integration  of  components  is  considered  as  one  of  the main  advantages  of miniaturising 
analytical  instrumentation  1  and  represents  the  ultimate  goal  of  the  development  of 




to  which  components  including  pumps,  valves,  and  injectors  and  detectors  have  to  be 
integrated  into  this device  is a key consideration  in  the development of  these  systems. A 





this  is  schematically  illustrated  for  the  sequential  injection  electrophoresis  instruments 













For  identifying the required components, CE  is unique  in  its  instrumental simplicity, 
requiring a narrow bore capillary (or microchannel) and a HV power supply  in combination 






purpose microfluidic  platform  are  discussed.  This  design  is  informed  by  the  design  and 



























Major  system  components  of  the  sequential  dual  capillary  system  (Chapter  2),  the 
sequential  injection  microchip  system  (Chapter  4)  and  the  multi‐purpose  microfluidic 
platform discussed  in  this  chapter  are  summarised  in  Table 5.1. Additional  systems were 






































































































































































































































































































































































































amplifier,  CF:  cooling  fan,  P:  pump,  CMS:  chip mounting  stage,  FG:  two  channel  digital 



























A  valve  driver  board  (VDB)  (648D5X12,  NResearch, West  Caldwell,  NJ,  USA)  was 
extended to a terminal block (VI) to allow for the connection of up to 5  isolation and/or 3 
way valves (HP225K021/HP225K031, NResearch, West Caldwell, NJ, USA).  
For  capacitively  coupled  contactless  conductivity  detection  (C4D),  a  two  channel 
digital  function  generator  (FG)  (UDB1305S,  Shanghai,  dealextreme,  AUS)  was  amplified 
though an  in‐house manufactured two channel buffering power supply. Manual control of 











the  pumps.  The DAQ was  connected  to  two  separate  terminal  blocks;  AI  to  allow  for  2 
analogue  voltage  signal  inputs  in  order  to  accommodate  alternate  and/or  additional 
detection inputs and TIO to allow for two 5 V triggered outputs and one 5 V triggering inputs 
to allow for coupling to other devices. Additionally, a constant 5 V power source was taken 
directly  to  terminal  block  AI  to  allow  for  powering  of  ancillary  devices  such  as  Arduino 







Laird  Technologies,  RS  components, Melbourne,  Australia) mounted  to  a  stainless  steel 
plate (110 mm x 90 mm x 1 mm) was located centrally. A 90 mm x 70 mm x 5 mm piece of 
thermally  conductive  polymer  (T‐FLEXTM  3100,  Laird  Technologies,  RS  components, 
Melbourne, Australia) was placed on the CMS. The Peltier was configured for both heating 
and cooling and was manually controlled by a  temperature controller  (TC)  (ir33, Carel, RS 
components,  Melbourne,  Australia)  mounted  to  the  front  panel  of  the  unit.  Movable 
aluminium straps and wing nut assemblies for retaining microfluidic devices were fitted to 
the stainless steel plate of the CMS.   























The  system  was  designed  to  be  a  flexible,  portable  multi‐purpose  platform  with  the 
potential to perform a range of microfluidic functions relevant to chemical analysis such as 
electrophoresis  and  mixing.  In  the  design  of  the  instrument,  flexibility  means  that 
interoperability  with  other  external  devices  including  detectors  should  be  fast  and 
straightforward, while portability stipulates a relatively small form factor and weight.  
To  realise  this,  weight  and  size  were  a  significant  consideration  in  the  selection 
and/or modification of all  components. Most  reports of  commercial and experimental CE 
and MCE systems only list the weight and dimensions of the system, excluding the external 
computer  control  and  data  recording/processing.  Whilst  it  is  possible  to  increase 
compactness and portability by embedding the control and data acquisition into the system, 




rather  than  from a discrete  sample vial. As discussed  in Chapter 2,  this ability allows  the 
application of the system for long‐term monitoring of changes in the chemical fingerprint of 
a  sample without  the need  for manual  intervention  to  load  sample and/or  reagents. The 
autonomous  character  of  the  system,  however,  also  puts  a  different  perspective  on  the 
design requirements for the system. First, whilst disposable microchips are widely regarded 






the  flow  injection  interface  imposes  high‐pressure  conditions,  challenging  the  fluidic 
interconnects.13  Third,  ruggedness  of  the  system  is  critical  to  its  functioning  outside  a 





Both CE  and MCE  require  the use of  a HVPS  for  the  application of  the high electric  field 
required  for  the  separation.  Whilst  electrophoretic  separations  can  be  carried  out  in 
constant voltage (CV) or constant current modes, CV is by far the most commonly utilised in 
CZE.14  
As  separation  speed and  resolution are ultimately determined by  the electric  field 
strength, theoretically one could say the higher the field strength, the better. A number of 
practical  reasons  such  as minimisation  of  Joule  heating,  detector  isolation  and  shielding 
(especially for C4D) and safety, however,  limit the maximum field strength that  is useful  in 
CE,  hence most  CE  apparatus  are  equipped  with  HVPSs  in  the  25  –  30  kV  range.14  All 
capillary‐based  CE  systems  built  as  part  of  this  research  utilised  regulated  HVPS  with 
maximum outputs of 30 kV (serials 1‐3 of Table 5.1) or 33 kV (serial 4). The choice of HVPS 
was primarily dictated by the required  form  factor, with smaller supplies preferred due to 
the  requirement  to be  fitted  inside  temperature  controlled enclosures  (serials 2 and 4 of 
Table 5.1). 







the reduction  in size, weight and power by as result of the use of smaller HVPS6  in ME,  is 
often offset by the requirement for multiple HVPS (typically four) to realise gated or pinched 
electrokinetic  injection. Additionally, the operation of multiple HVPS significantly  increases 







for  the separations with hydrodynamic  injection conducted  in Chapter 4  (serial 4 of Table 
5.1). 
For  the multi‐purpose microfluidic  platform,  two  small  (14  cm  x  8  cm  x  2.5  cm) 
reversible power supplies were assembled, with the detail about their control described  in 
Section 5.2.3. Both custom HVPS were tested using a multimeter fitted with a high voltage 
probe  and  found  to  be  >  1%  accurate  through  programmatic  control  over  the working 
ranges +/‐ 0 V ‐ +/‐8000 V.   The use of hydrodynamic  injection does  increase the demands 













meet  this  requirement. As  indicated  in Table 5.1,  syringe, peristaltic  and MilliGAT pumps 
were  used  for  the  different  systems  built  as  part  of  this  project,  and  all were  found  to 
provide sufficiently smooth flows over required operating flow rates (Chapters 2 and 4).8  
The SI‐DCE system described in Chapter 2 employed a dual syringe pump system, the 
capacity  of which was  insufficient  for  extended  autonomous  application.  To  enable  this 
experiment, two lines of a quaternary pump were used to mix sample and internal standard, 
while a MilliGAT pump was used to provide BGE to the system (serial 1 of Table 5.1).   
For  the  SI‐CE  system developed  for use by Alhusban  et al  8  for monitoring of  cell 
culture and fermentation media, peristaltic pumps were used to avoid the sample solution 
coming  into  contact with  the  pump  internals  (serial  2  of  table  5.1).  Cell  culture  broths 
contain lipids, proteins and cell debris that could adhere to the pump causing contamination 
and  blockages.  When  using  a  peristalitic  pump,  blockages  can  be  simply  removed  by 
replacing the flexible tubing. 
For  all  other  systems MilliGAT  pumps were  used.  The multi‐purpose microfluidic 
platform included 4 pumps, with the control hardware currently supporting the addition of 
a fifth pump and allowing for the expansion up to a total of 25 MilliGAT pumps. The ability 
to  run  so  many  pumps  from  one  platform  (controlled  through  one  program)  enables 










To direct  the  flows  in  the  systems, a  combination of hydrodynamic  resistance and valves 
was used (Chapter 4). The choice of the valves was dictated by the functional requirements 
of  the  system  and  the maximum  operating  pressure.  For  the  capillary‐based  CE  systems 
(serials 1 – 3 of Table 5.1), a two position switching valves commonly used for  injection  in 
HPLC  enabled  delivery  of  BGE  or  sample  to  the  separation  systems while  small  isolation 




were no  longer required as  flow sheathing was used to  introduce, gate and alternate BGE 
and sample flow (serial 5 of Table 5.1). Small isolation valve were still used at the outlet to 






developed  fittings  to meet  the  demands  of  the  device.  For  example,  female  flat  bottom 
fittings were produced in house from 6 mm thick PMMA sheets with a 5.5 mm drill bit and 
tapped with a 1/4‐28  thread and attached  to  the chip  reservoirs using a  small amount of 
1,2‐dichloroethane  (DCE)  to  interface with capillary  tubing using Upchurch®  fittings. These 






1 mm  i.d. stainless steel tubing, heat moulded to  ferrules  (P‐248, Upchurch Scientific, Oak 








the  most  frequently  used  in  microfluidic  devices.19,  20  With  this  work  initially  targeting 
inorganic  ions,  C4D  was  selected  as  the  detection  method  for  the  reasons  outlined  in 
Chapter 1.21  
C4D  detectors  were  sourced  from  TraceDec®,  with  the  exception  of  the  multi‐
purpose  microfluidic  system,  where  a  small,  customised  2  channel  C4D  detector  was 
developed. Whilst C4D was selected as the detection method for study  in this Chapter, the 
design of the system allows for the  incorporation of alternative detection systems via two 












device, material  as  well  as  the  level  of  integration.  As  discussed,  the  aim  here  was  to 
develop  a  flexible microfluidic  platform,  hence  only  a  low  level  of  on‐chip  integration  of 





hydrodynamic  flow resistance and therefore  limit hydrodynamic bleed  into the separation 
channels (discussed in detail in Chapter 4). The hot embossing and bonding processes were 






an  important  determinant  of  the  resolution  that  should  be  achieved,  as  for  example  a 
detector with  a  0.5 mm  cell  length  cannot  distinguish  two  peaks  that  are  separated  by 
0.1 mm.  Serpentine  channel  geometries  allow  for  the  introduction  of  significant  channel 
lengths on a  small  footprint, but  it  is well known  that  curves  compromise  the  separation 









integration  avoid  alignment  issues  and  enhance  sensitivity,  but  also  complicate  the 







the  dynamic  viscosity,  making  the  ability  to  control  temperature  critical  for  reliable 
migration  times  in electrophoretic separations.24  In Chapter 2,  temperature was  identified 
as a significant contributor to variance in migration time and this was addressed by placing 
the electrophoretic apparatus into a temperature controlled enclosure in subsequently built 
CE  systems.8  For  the  multi‐purpose  microfluidic  system,  temperature  control  was  an 
important  consideration  as  the  system  may  be  expected  to  operate  in  the  field  for 






data  acquisition  and  programming  hardware,  in  particular,  the  number  and  nature  of 
analogue I/O (A I/O) channels, the number of digital I/O (D I/O) channels and the requisite 














and  a MCC  3105‐USB  board was  used  for  this  task.  The  AI  functions  (differential  return 
voltage  and  current  monitoring  of  each  HVPS)  and  D  I/O  functions  for  HVPS  relaying, 






related  to  programming.  Few,  if  any  other  details  beyond  the  listing  of  the  requisite 
interfacing hardware and programming language are given.   










platform  is  given  at  Figure  5.3.  The  program  has  14  discrete  timed  steps with  individual 
control over the 4 x pump flow rates, 5 x valve positions, 12 V power enable, 2 x 5 V triggers, 
2  x  HVPS  enable,  polarity  and  a  common  power  supply  output  voltage.  This  degree  of 
programming  control makes  for  a  very  flexible  control  interface  capable  of  performing 










































































































(Figure 5.1).       Hardware placement was primarily dictated by the requirement to have the 
four  heaviest  components  (pumps)  as  central  and  close  to  the  chip mounting  stage  as 
possible  to  centralise mass  for  stability and  to minimise  the  length of  feeder  lines  to  the 
microfluidic device to reduce sample and reagent consumption.  
Active and passive heat  control  strategies were applied  through  the placement of 
high heat generating components (pumps, pump controllers and signal amplifier) to ensure 
isolation, sinking and active cooling via the inclusion of an exhaust fan in the central internal 
compartment.  Finally,  spacing  of  high  voltage  and  sensitive  electronic  components  was 















Figure  5.5:  Front  panel  controls;  A:  Function  generator  display,  B:  Function  generator 
control  cluster, C: Two  channel  signal amplifier, D:  System on/off  switch, E: Temperature 
controller,  F:  Two  channel C4D  gain  controls, G:  Two  channel C4D offset  controls, H: C4D 














baseline  signal  as  the  temperature  controller  relays  switched  between  heating/cooling 
phases and also as considerable baseline oscillation over an approximately 45 second peak 
to  peak  period  as  a  result  of  change  in  conductivity  of  the  background  electrolyte 
responding to slight changes in the temperature (+/‐ 0.1 °C ) as the temperature controller 
oscillated  around  the  set  temperature.  To  alleviate  both  of  these  problems  a  piece  of 
thermally  conductive  polymer  was  added  to  isolate  the  microchip  from  the  ground 







4 were assessed using  the  same electrophoretic procedures but  conducted entirely upon 
the newly constructed microfluidic platform using the integral dual channel C4D. 
Gain  for both detector channels was set  to one, signal voltage was 40 Vpp and  the 
same  separation  channel  on  the  same microchip was  used  for  all  studies.  Results were 





ratios  for  K+,  Li+  and  Na+  were  determined  over  the  excitation  frequency  range  100 – 
650 kHz with the results given in Figure 5.5. 
At  lower  excitation  frequencies,  signal  response  is  reduced  primarily  due  to  the 
relatively  high  impedance  of  the  insulating  layer  separating  the  electrode  from  the 
separation  channel  resulting  in  reduced  current  flowing  to  the  detector.  Conversely,  at 
higher excitation  frequencies, stray capacitance reduces  the S/N ratio. However, at higher 
frequencies  the main  limitation  to  increased signal  response  is due  to a  reduction of gain 
from the operational amplifier as a result of  input capacitance. These results showed that 
the  optimum  signal  frequency  for  the  embedded  in‐plane  electrode  geometry  using  the 
custom detectors was between ≈ 180 – 220 kHz. 
 








and  better  detector  performance  when  carefully  matched  to  the  detector  electronics. 
Detailed studies of optimum excitation voltages were not conducted however, as in practice 
close  optimisation  of  the  excitation  voltage  could  be  quickly  achieved  via  manual 
adjustment of  the  excitation  voltage over  the  course of  several  automated  runs  and  the 
main  focus  of  these  detector  studies was  to  compare  the  detector  performance  to  the 
previously used commercial TraceDec ® detector and not to necessarily optimise conditions 
for the chip detector cell geometry. A value of Vpp = 40 V was chosen based upon manual 




of  K+,  Na+,  Li+,  Cl‐,  F‐  and  H2PO4‐  were  averaged  for  5  electrophoretic  runs  using  the 
microfluidic system. It was found that the custom C4D unit had an average 21.1% reduction 
in sensitivity as compared to the results obtained with the commercial TraceDec ® detector 



















K+  0.200 / 5.12  0.241 / 6.17  20.5 
Na+  0.198 /  8.61  0.234 /  10.19  18.3 
Li+  0.110 / 15.9  0.131 / 19.4  19.2 
Cl‐  0.317 / 8.95  0.392 / 11.08  23.8 
F‐  0.364 / 19.2  0.455 / 23.98  24.9 




Whilst  these  results  were  conducted  on  different  hardware  systems  and  used 
different microfluidic  chips,  they  provide  a  practical  estimation  of  the  custom  detector 





Whilst  hydrodynamic  injection  in  the  CE  and ME  format  is  useful  for  eliminating  sample 
matrix  bias,  electrokinetic  injection  can  still  be  a  very  useful  tool  and  is  essential where 
stacking  or  electrokinetic  extraction methods  are  required.  By  altering  the  programming 
parameters,  it was  found  that simple electrokinetic  injection was possible using  the same 
experimental  conditions  and  dual  channel  polymer  chips  used  in  Section  5.3.3.  For  the 






cations  studied  due  to  time  constraints.  Representative  electropherograms  of  both  the 
hydrodynamic and electrokinetic injections run sequentially are given in Figure 5.6. 
For  the  electrokinetic  injections,  the  same  injection  procedure  as  for  the 
hydrodynamic injection was used but instead of rapidly shutting and reopening the injection 
valve,  +/‐  1.5  kV was  applied  on  either  separation  channel  for  2  seconds  (in  the  same 


















In  this  chapter,  the design  and  construction of  a multi‐purpose microfluidic platform has 
been  discussed  alongside  the  design  and  construction  of  a  number  of  other  CE  and ME 
systems  developed  by  the  author  during  the  conduct  of  these  thesis  studies.  Previous 
system  designs  have  guided  the  construction  of  the multi‐purpose microfluidic  platform, 
which  has  also  been  designed  with  a  future  outlook  to  accommodate  potential  future 
applications  including  hyphenation  to  other  flow  systems,  extended  autonomous 
operations,  sample  extraction  and  pre‐concentration  functions  and  the  ability  to  run 
multiplexed separations. 
  Custom built low‐cost reversible HVPS and C4D detectors were evaluated along with 
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A  novel  DCSI‐CE  system  was  developed  and  successfully  demonstrated  for  the  rapid 
simultaneous  separation  of  small  anions  and  cations  from  a  single  sample  using  C4D 
detection.  The  system  leveraged  the  instrumental  flexibility  and  simplicity  of  the  CE 
technique  to  allow  for  simultaneous  determinations  of  both  positively  and  negatively 
charged species by means of a simple cross injection interface and a reconfiguration of the 
standard  grounding  and  application  voltage  arrangement.  By multiplexing  the  anion  and 
cation separations, the total analysis time was reduced, whilst retaining high resolution and 
low LODs. The two capillary approach presented the possibility for further system flexibility 
by  allowing  for  separate  EOF  conditions  for  anionic  and  cationic  separations  and  was 
examined. Three BGEs were examined in order to optimise the separations of a target set of 







manufacture  of  polymer microchips  and  the  incorporation  of  detection  electrodes were 
developed  using  limited  resources. Aluminium  embossing master  templates were  trialled 









non‐reproducible  or  unachievable.  A  low  cost  lamination  bonding  method  was  finally 
developed and optimised for the bonding of chips used in all further studies. 
  A  simple,  low  cost  method  for  incorporating  contactless  metal  electrodes  was 
developed by  incorporating electrode channels  into  the channel plate. To  incorporate  the 
electrodes, the bonded chip was taken to 80⁰ C, above the melting point of the alloy (≈ 70 
⁰C) and below  the glass  transition  temperature of  the PMMA  (≈ 105  ⁰C), and  the molten 
alloy drawn  into  the electrode  channels with  a  syringe before being  allowed  to  cool  and 
harden.  A  0.5  mm  diameter  stainless  steel  pin  was  then  inserted  into  the  alloy  filled 
reservoirs  of  the  electrode  channels  to  provide  external  connection  to  the  C4D  detector 
electronics.  This  advance  provides  for  a  quick  and  simple  manufacturing  process  and 
negates  the  need  for  integrating  electrodes  using  costly  and  time‐consuming  thin  film 
deposition methods. No  additional  detector  cell mounting  structures were  required  and 
connection  to  the  external  signal  processing  electronics was  achieved  by  simply  slipping 
commercially  available  shielded  adaptors  over  the  pins. With  a  non‐optimised  electrode 
arrangement  consisting  of  a  1 mm  detector  gap  and  100  µm  insulating  distance,  rapid 
separations of ammonium, sodium and lithium (< 22 s) yielded LODs of approximately 1.5 – 
3.5 ppm.  These  LODs were  significantly  reduced  in  later  experiments  through  the use of 









method  for  producing  PMMA microfluidics with  integrated  C4D  electrodes,  a  translation 
from the CE system described  in Chapter 2 to the micro‐chip format was made. Notably,  it 
was desirable to incorporate a hydrodynamic injection mechanism to remove sample matrix 
bias  effects  and  improve  the  quantitative  performance of  the  system. Using  the DCSI‐CE 
dimensions as a starting point, we developed PMMA microchips  incorporating the  integral 
in‐plane  contactless  conductivity  detection  electrodes  developed  in  Chapter  3.    A  novel, 
hydrodynamic  “split‐injection” method  utilised  BGE  sheathing  to  gate  the  sample  flows, 
whilst  control  over  the  injection  volume  was  achieved  by  balancing  hydrodynamic 
resistances using external hydrodynamic resistors. The developed system was very robust, 
with  individual microchips used  for up  to  two  thousand analyses with  lifetimes  limited by 
irreversible blockages of the microchannels. Injection was realised by a unique flow‐through 
interface, allowing for automated, continuous sampling for sequential  injection analysis by 
microchip  electrophoresis.  The  unique  dual  channel  geometry was  demonstrated  by  the 
simultaneous  separation of  three  cations  and  three  anions  in  individual microchannels  in 
under 40 s with LOD’s ranging from 1.5 – 24 µM.  From a series of 100 sequential injections 
the % RSDs were determined  for every  fifth  run,  resulting  in % RSDs  for migration  times 
ranged  from   0.3 – 0.7  (n=20), and 2.3 – 4.5  for peak area  (n=20).   This system offers  low 
limits of detection, a high degree of reproducibility and robustness while the hydrodynamic 
injection eliminates electrokinetic bias during injection, making it attractive for a wide range 
of  rapid,  sensitive  and  quantitative  online  analytical  applications.  Whilst  the  system 
displayed  advances  in  autonomy,  repeatability  and  robustness,  it  was  found  that 






due  primarily  to  the  geometry  restraints  of  the  2D microchip manufacture method.  It  is 
proposed that a direct machining method briefly trialled in Chapter 3 for the production of 
the microchip negative relief master templates will enable the production of a PMMA chip 
with  two  different  channel  depths  to  improve  the  hydrodynamic  ratios  at  the  injection 
interface, leading to a significant reduction in hydrodynamic assistance. Additionally, like the 
DCSI‐CE system presented in Chapter 2, the DCSI‐ME system relied upon the use of one BGE 
for  the  separation  of  small  anions  and  cations.  To  overcome  this  limitation,  brief 
experiments with  dyes  to  visualise  the  flow mechanism within  the DCSI‐ME  chip  system 
were  conducted  to  examine  the  viability  of  simultaneously  using  two  different  BGEs 
separated  by  laminar  flow  for  optimal  separation  chemistry  of  both  anions  and  cations. 




small  form  factor multipurpose microfluidic platform  for  the  conduct of  advanced  future 
studies of  interest to the research group was designed and constructed. The design of this 
system was  informed  by  the  developments  of  all  previous  systems  and was  intended  to 
leverage  the  benefits  of  both  the  instrumental  simplicity  and  flexibility  of  CE  with  the 
reductions  in analysis  time of ME. The  system was designed  to be able  to  simultaneously 
perform  a number of  common microfluidic  functions  such  as  sample extraction  and pre‐
concentration pre‐ or post‐column derivatisation, electrophoretic  separation and coupling 
to other flow or sequential  injection systems. Evaluation of custom hardware components 
was conducted and  testing of small,  low cost custom C4D detectors showed only a  ≈ 20% 






fluorescence  detection  (LIF).  The  developed  system  shows  considerable  potential  for 
integrating multiple functions on or off‐chip and is particularly suited for on‐line multiplexed 
electrophoretic separations. 
